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TRANSPORTATION / STORAGE CONDITIONS

Temperature:  Operating:  	 59 to 104º F
15 to 40º C

Storage:   -22 to +140º F
-30 to +60º C

Relative Humidity: Operating: 5%RH to 95%RH                             
without condensation
Storage:  10%RH to 100%RH, 
including condensation

Atmospheric Pressure:	 Operating: 700hPa - 1060hPa 
Storage: 500hPa - 1060hPa 

« DANGER », « AVERTISSEMENT », ou « 
     PRÉCAUTION »

TILe point d’exclamation à l’intérieur d’un 
triangle équilatéral vise à alerter l’utilisateur 

à la présence d’importantes instructions 
de fonctionnement et de maintenance 

(service) dans ce manuel d’installation et 
d’instructions de fonctionnement.

“NOTE”- Amplifies a procedure, practice, or 
condition.

« REMARQUE » : Amplifie une procédure, 
pratique ou condition.

                “DANGER”, “WARNING”, or “CAUTION”
The exclamation point within an equilateral 
triangle is intended to alert the user to 
the presence of important operating and 
maintenance (servicing) instructions in this 
Installation and Operating Instructions.

Safe Working Load



NOTE”- Always have the model number and 
serial number available before contacting 
Haag-Streit or your authorized Haag-Streit 
Distributor.

“REMARQUE - Toujours avoir le numéro 
de modèle et le numéro de série avant de 
contacter Haag-Streit ou votre distributeur 
Haag-Streit autorisé.

2.  INSTALLATION

2.1. Unpacking

2.1.1. Remove items from Carton.

2.1.1.1. Determine the desired height where the 
Monitor Arm Assembly will be on pole.

2.1.2. Mounting the Monitor Arm

2.1.2.1. Secure product on pole by either method
below. (See Figure 1)

2.1.2.1.1. Loosening bolts on the clamp support with
the 1/4” hex wrench supplied and placing the large 
hole over the top of the pole and lowering to desired 
location.  Tighten bolts so that arm cannot drop 
accidentally in use.

2.1.2.1.2. If other instruments and devices are located 
above on pole: disassembling clamp support by 
removing bolts with the 1/4” hex wrench supplied 
and reassembling at desired location. Tighten bolts 
snugly so that monitor arm will be secure and not 
drop accidentally in use.

NOTE”- With either method it may be 
helpful to have assistance in supporting the 
weight of the arm while the bolts are being 
tightened.

“REMARQUE - Avec l’une ou l’autre méthode 
il peut être utile d’avoir l’aide en supportant 
le grammage du bras de Th tandis que les 
boulons sont serrés.

1.  INTRODUCTION

1.1. This manual contains information applicable only 
to the Reliance® Model 5399 Monitor Arm. (Cold 
Light Source and Monitor sold separately.)

1.2 Should your product not perform properly, or if 
you have any questions concerning the use and care 
of any Haag-Streit product, contact the Haag-Streit 
Distributor where you purchased this product or 
contact the Technical Service Department, Haag-
Streit USA, Inc., 3535 Kings Mills Road, Mason, Ohio 
45040-2303, or call (800) 787-5426.

“WARNING”- The warning symbol identifies 
special instructions or procedures which, 
if not correctly followed, could result in 
personal injury. 

“ A V E R T I S S A N T “ -   L e  s y m b o l e 
d’avertissement identifie les instructions 
spéciales ou les procédures qui, sinon 
correctement suivi, pourraient avoir comme 
conséquence des blessures.

“CAUTION”- This caution symbol identifies 
special instructions or procedures which, if 
not strictly observed, could result in damage 
to or destruction of equipment. 

“ATTENTION“ - ce symbole d’attention 
identifie les instructions spéciales ou les 
procédures aux lesquelles, sinon strictement 
observés, pourrait avoir comme conséquence 
les dommages ou la destruction de 
l’équipement.

“NOTE”- Note indicates points of particular 
or additional information.

“REMARQUE - la note indique des remarques 
d’information particulière ou supplémentaire.

Functional Specifications:

	 • Product fits standard Reliance poles.
• Product accepts EM 935 Endothelium 
Microscope pin.
• Product accepts Background Illuminator; 
P/N 09008.7
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Figure 1

.2.2. Rotate monitor mounting arm and adjust with
lock handles so that the monitor mounting plate will 
face monitor user at a comfortable angle (see figure 
2).

“NOTE”- Make sure of the following before 
any attempt is made to mount monitor: 1) 
Verify that set screws shown in figure 2 are 
snug and unlikely to easily loosen. Use the 
3/32” hex wrench provided. 2) Make certain 
lock handles are snug before mounting 
monitor.

“REMARQUE - Assurez-vous du suivant avant 
que n’importe quelle tentative soit effectuée 
de monter le moniteur : 1) Vérifiez que les 
vis de retenue représentées sur le schéma 2 
sont confortables et peu susceptibles de se 
desserrer facilement. Utilisez les 3/32 “ clef 
à six pans fournie. 2) Assurez les traitements 
de verrou sont confortables avant moniteur 
de support.

.This will complete the installation of the Model 
5399 Monitor Arm Assembly.

Figure 2

3. OPERATING INSTRUCTIONS

3.1 Mounting the Monitor

3.1.1. A Cable Clamp is located on the side of the 
Clamp Support Assembly (see figure 3). It is to secure 
any cables needed by the monitor.

3.1.2. Remove the screw that is holding the clamp 
with a large Phillips Screwdriver.

3.1.3. Place the cables into the Cable Clamp as 
reattach. 

3.1.4. Attach the Monitor Mounting Plate to the 
monitor arm using the two srews provided on the arm.

Figure 3
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3.1.5. Either using the four mounting screws supplied 
in the installation packet (P/N 23393) or hardware 
supplied with the monitor, carefully attach the monitor 
making certain the lock handles are tight enough 
to hold monitor in position and that the monitor is 
securely attached. See Figure 4.

Figure 4
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LIMITED WARRANTY

  The Reliance® product must be used only for the purposes and in the manner described in the literature 
distributed with the product. The products are warranted against defective materials and workmanship for a 
period of one (1) year from date of installation. Products or parts thereof will be repaired or replaced as required 
at Haag-Streit USA, Inc. Such repair or replacement shall be the sole remedy under this warranty. This warranty 
extends only to the original purchaser from an authorized Haag-Streit dealer and is subject to the following 
conditions:

1. The warranty card must be completed and returned to Haag-Streit USA, Inc. within two (2) weeks from the
date of installation.

2. Installation and servicing of the products must be performed by trained Haag-Streit USA, Inc equipment
dealer service personnel in accordance with the appropriate instructions manual for the products. Warranty
will be voided if installation is performed by a non-authorized individual

3. The products have not sustained breakage or other types of damage due to accident or misuse.

4. This warranty will not apply to Reliance® products which have had the serial number removed,
altered or effaced.

EXCEPT FOR THE EXPRESS WARRANTY SET FORTH ABOVE, HAAG-STREIT DOES NOT GRANT ANY
WARRANTIES, EITHER EXPRESS OR IMPLIED, INCLUDING IMPLIED WARRANTIES OF MERCHANTABILTY
OR FITNESS FOR A PARTICULAR USE.

Haag-Streit USA, Inc neither assumes nor authorizes any person to assume for it, any other liability in connection
with the sale and use of its products.

REMEDIES ARE LIMITED EXCLUSIVELY TO REPAIR OR REPLACEMENT OF PARTS. HAAG-STREIT USA,
INC. EXPRESSLY DISCLAIMS LIABILITY FOR INCIDENTAL OR CONSEQUENTIAL DAMAGE RESULTING
FROM THE USE OF THE EQUIPMENT.

Claims covered by this warranty will be honored when presented within one (1) month from discovery of a defect.



Haag-Streit USA, Inc
 3535 Kings Mills Road
 Mason, Ohio 45040-2303 USA
1-800-787-5426

(Customer/Technical Service)
(513) 398-3937
Http://www.haag-streit-usa.com
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